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Abstract 

A measurement  program  has  been  undertaken  at  NIST  to  evaluate  the  full-sheet 
resonance  (FSR)  technique,  from  which  consistent  relative  permittivity  values  have  been 
obtained.  Here,  we  present  an  analysis  of  the  theory  underlying  the  FSR  technique,  along 
with  a theoretical  formulation  described  in  the  literature  for  related  measurements,  which 
when  implemented  with  the  FSR  technique,  should  improve  the  technique’s  absolute 
measurement  accuracy.  A theoretical  uncertainty  analysis  is  presented  both  for  the  FSR 
technique  assuming  these  improvements  have  been  implemented  and  for  the  standard 
FSR  technique.  Numerical  uncertainty  estimates  are  presented  for  the  standard  FSR 
technique.  Our  measured  results  are  compared  against  re-entrant  cavity  measurements  of 
the  substrate  material,  and  both  the  FSR  and  re-entrant  cavity  measurements  agree  within 
expected  uncertainty  limits.  We  also  present  FSR  measurement  results  for  a circular  disk, 
fed  at  the  center  of  the  disk,  which  tend  to  be  substantiated  by  the  re-entrant  cavity 
measurements. 

Key  words:  dielectric  constant;  FSR;  full-sheet  resonance;  measurement  error;  relative 
permittivity;  square  panels;  theoretical  analysis;  uncertainty  analysis 


1.  Introduction 

A number  of  authors  have  described  a convenient  method  for  measuring  the  relative  permittivity 
of  dielectric  substrates  having  copper-clad  top  and  bottom  surfaces  [1-5].  This  method,  known  as 
the  full-sheet  resonance  technique  for  measuring  microwave  circuit  board  substrates,  determines 
the  dielectric  substrate’s  relative  permittivity  e\  by  measuring  the  resonant  frequencies  of  the 
resulting  parallel  plate  cavity.  Nondestructive  measurement  techniques  such  as  FSR  are 
important  to  the  microwave  communications  industry  where  knowledge  of  substrate  permittivity 
is  critical  to  maintaining  competitiveness.  The  technique  is  independent  of  substrate  thickness, 
but  is  not  capable  of  evaluating  the  uniformity  of  the  relative  permittivity  over  the  substrate.  A 
measurement  program  has  been  undertaken  at  NIST  to  evaluate  the  FSR  technique  using  an 
automatic  network  analyzer  (ANA),  and  results  to  date  demonstrate  that  consistent  values  for  the 
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relative  permittivity  are  obtained.  Here,  details  of  our  implementation  of  the  FSR  method  along 
with  an  associated  uncertainty  analysis  are  presented. 


2.  Measurement  Configuration 

Primarily,  thin  dielectric  substrates  having  open  sides  and  copper-clad  top  and  bottom  surfaces 
were  tested.  The  entire  panel  acts  as  a resonant  cavity,  so  by  measuring  the  panel’s  resonant 
frequencies  we  obtain  the  average  relative  permittivity  of  the  substrate.  Since  multiple  resonant 
modes  occur  within  the  cavity,  construction  of  a mode  table  is  necessary  to  identify  the  particular 
mode  excited  at  a given  resonant  frequency,  which  in  turn  requires  keeping  an  accurate  count  of 
the  resonant  excitation  frequencies  encountered.  The  presence  of  closely  spaced  modes  increases 
the  difficulty  of  keeping  an  accurate  resonant  frequency  count.  Consequently,  although  the 
number  of  possible  resonant  modes  within  a panel  is  limitless,  only  the  lower  order  modes  are 
useful  for  determining  relative  permittivity. 

Two  different  panel  geometries  were  used  in  our  study.  In  one  case  we  measured  transmission 
(the  Si2  scattering-matrix  parameter)  through  square  panels,  while  in  the  other  case  we  measured 
reflection  (or  S„)  from  circular  disk  panels  fed  at  the  center  of  the  circle.  We  also  measured  S„  for 
circular  disk  panels  after  the  open  side  had  been  metalized  using  copper  tape.  The  test  procedure 
using  square  panels  is  nondestructive  when  full  panels  are  tested,  while  the  procedure  using 
circular  disks  is  destructive  because  it  requires  use  of  a punch  and  die  to  stamp  out  a circle, 
drilling  a small  hole  in  the  center  of  the  circle  for  a coaxial  connector’s  center  conductor,  and 
then  soldering  a coaxial  connector  to  the  copper  sheets.  Coupling  between  the  ANA  and  the 
circular  disks  was  optimized  by  connecting  each  circular  disk  directly  to  the  operating  port  of  the 
ANA  using  a short  plug-to-plug  type  SMA  connector,  thereby  shifting  the  transmission  line 
resonances  to  very  high  frequencies. 

The  square  panels  are  coupled  to  the  ANA  as  shown  in  Figure  1 using  two  APC-7  7 mm 
precision  coaxial  connectors  positioned  at  opposite  comers  of  the  panel  [1].  Transmission  path 
coupling  had  to  be  optimized  in  order  to  maintain  an  accurate  count  of  the  modal  excitation 
frequencies.  Sufficiently  enhanced  coupling  was  obtained  by  maintaining  direct  contact  between 
the  center  conductor  of  one  coaxial  connector  and  the  panel’s  upper  copper  sheet  and  direct 
contact  between  the  inside  of  the  outer  conductor  of  the  opposite  coaxial  connector  and  the 
panel's  lower  copper  sheet.  The  coaxial  connectors  were  also  turned  so  that  they  directly  faced 
each  other.  Small  alignment  deviations  led  to  missed  resonances  and  in  some  cases  to  false 
resonances  at  low  frequencies.  Expected  resonances  going  unobserved  have  previously  been 
reported  [1,2],  whereas  spurious  low  frequency  resonances  could  be  attributed  to  an  increase  in 
the  reactive  coupling  between  the  coaxial  connector  and  the  panel  which  resonated  with  the 
panel. 
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Figure  1.  Coupling  schematic  between  7 mm  coaxial  connectors  and  a copper-clad 

dielectric  substrate. 
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3.  Analytical  Formulation 

The  relative  permittivity  of  the  substrate  in  a rectangular  FSR  panel  is  obtained  from  the  resonant 
frequencies  of  an  ideal  cavity  having  perfectly  conducting  electric  walls  above  and  below  the 
dielectric  substrate  and  perfect  magnetic  walls  along  the  sides  [1].  This  gives  the  expression 


/ ^ 
c 

2 

( \ 

m 

2 

q- 

{ ^ 

n 

2 

X, 

( U 

[yj 

(1) 


where  c is  the  speed  of  light,  Xj  and  yj  are  the  length  and  width  of  the  panel  (for  a square  panel, 
Xi  = yi ),  m and  n are  integer-value  mode  numbers,  and  f^^^  is  the  resonant  frequency  of  the  ideal 
cavity  corresponding  to  the  m x n*  mode  (electric  field  vector  perpendicular  to  the 

conducting  plates). 

In  practice,  the  resonant  frequencies  of  a real  cavity  differ  from  their  ideal  values  due  to 
conductivity  and  radiation  losses,  electric  or  magnetic  field  perturbation  at  the  cavity  coupling 
points  [3],  and  to  overcoupled  dual  resonant  modes  [6].  When  the  FSR  panel’s  side  aspect  ratio 
is  nearly  (but  not  exactly)  equal  to  the  square  root  of  the  ratio  of  two  integers,  then  some  modes 
can  have  their  resonant  peaks  widened,  skewed,  or  doubled  [5].  Also,  closely  spaced  resonances 
can  have  their  resonant  peaks  distorted  [5]  by  smearing.  Resonances  such  as  these  may  be  used 
for  mode  counting  but  are  not  useful  otherwise.  However,  provided  the  FSR  panel  shape  is  not  a 
square,  an  unambiguous  low  order  mode  can  be  chosen  [4,  fig.  3]  for  a FSR  permittivity 
measurement. 

In  the  case  of  a totally  closed  cavity  with  conducting  walls,  Collin  [7]  derived  a correction  to  the 
cavity’s  ideal  resonant  frequency  f in  terms  of  such  a cavity's  metalized-wall  conductivity 
quality  factor  Q'c  [2],  obtaining 
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where  fj^g  is  the  (unloaded)  resonant  frequency  of  the  enclosed  cavity  when  coupling  per 
perturbation  is  disregarded.  Equation  (2)  was  obtained  using  a modal-series  expansion,  where 
each  mode  in  the  series  corresponds  to  an  eigenvalue  solution  for  the  field  that  would  exist 
in  a cavity  with  perfectly  conducting  walls.  Collin  [7]  noted  that  a cavity  having  a combination  of 
perfect  electric  and  perfect  magnetic  walls  could  similarly  be  modeled  using  modal  fields.  We 
have  formulated  an  analysis  similar  to  Collin’s  to  determine  frequency  pulling  due  to  both  finite 
conductivity  and  radiation  loss  in  an  open-sided  FSR  cavity,  obtaining 
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where  is  the  open  cavity’s  conductivity  quality  factor  for  the  metalized  sides,  Qr  the 
radiation  quality  factor  [8],  Gr  + JEr^Yr  the  normalized  aperture  admittance  at  the  open 
side  wall  of  the  cavity,  and  f^^o  the  cavity's  unloaded  resonant  frequency  when  coupling 
perturbation  is  disregarded.  Equation  (3)  readily  follows  from  Collin’s  derivation  of  eq 
(2)  [7,  section  7.7  through  section  7.9]  by  replacing  Collin's  pure  “short-circuit”  modes  with 
hybrid  “short-circuit  open-circuit”  modes. 

Based  on  analysis  of  the  wave  reflected  from  the  end  of  a parallel  plate  waveguide  assuming  an 
extended  dielectric  slab  [9],  we  expect  the  aperture  susceptance  of  the  open  side  wall  of  the 
cavity  to  be  capacitive.  Consequently  Br  will  be  positive,  and  in  the  case  of  separation  distance 
between  the  top  and  bottom  conducting  sheets  much  less  than  a tenth  of  a wavelength,  as 
considered  here,  we  expect  [10]  Br/Gr  > 1.  Moreover,  the  magnitude  of  the  reflection  coefficient 
from  the  end  of  a dielectric-free  parallel-plate  waveguide  [10]  is  Irl  = e where  t is  the  guide 
width  and  k = InlX.  For  typical  panel  thickness  and  frequencies  under  investigation,  this  would 
make  IFI  close  to  unity,  the  character  of  a fairly  good  magnetic  wall.  Moreover,  with  a dielectric 
substrate  the  electric  field  will  concentrate  within  the  dielectric,  making  the  aperture  an  even 
better  magnetic  wall. 

The  unloaded  quality  factor  Qg  of  a resonant  cavity  (lossless  dielectric  case)  is  obtained  [8]  by 
combining  the  cavity's  conductivity  and  radiation  quality  factors 

1 _ 1 1 

Qo  Qc  Qr 

The  total  or  loaded  quality  factor  Q,  of  the  system  combines  the  cavity’s  internal  quality  factor  Qg 
with  an  external  quality  factor  Qg.  representing  external  losses  including  coupling  loss.  The 
loaded  quality  factor  is  given  [1 1]  by 


J_  = J_  + J_ 

Qf  Qo  Qe 

where  k is  the  cavity  coupling  coefficient.  If  we  assume  an  external  series  impedance  + jX^  is 
connected  to  the  cavity,  then  the  measured  resonant  frequency  f^,  of  the  total  system  will  be  given 
[12]  by 
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Kajfez  [13]  describes  a “fractional  linear  curve  fitting”  procedure  which  enables  all  the  unknown 
quantities  in  eqs  (5)  and  (6)  to  be  determined  from  ANA  measurements.  Earlier  procedures  [14, 
15]  for  obtaining  eq  (5)  parameters  are  more  suited  to  small  coupling  coefficients,  large  quality 
factors,  and  the  absence  of  interfering  modes. 

A theoretical  formulation  for  the  conductivity  quality  factor  of  a rectangular  FSR  is  given  by 
Taber  [16],  who  obtained 


Qc  = 


(7) 


where  Po  is  free-space  permeability,  t the  thickness  of  the  dielectric  substrate,  and  R^,  the  surface 
resistance  (including  surface  roughness  [17])  of  the  metalized  sides.  Assuming  a lossless 
dielectric,  can  be  determined  from  eqs  (4),  (5),  and  (7).  Consequently,  we  can  obtain  a 
corrected  value  for  f^„  in  eq  (3)  provided  we  can  estimate  Br/G^.  To  a first  approximation,  this 
ratio  can  be  estimated  using  a theoretical  formulation  [9]  corresponding  to  the  simpler  case  of  an 
extended  dielectric  slab,  although  a theoretical  analysis  similar  to  earlier  work  [10,  18]  for  the 
case  where  the  dielectric  substrate  terminates  at  the  end  of  the  guide  would  be  preferable  since 
this  would  match  the  FSR  configuration  under  study.  Such  an  analysis  should  produce  a 
theoretical  value  for  Qr  (for  instance,  an  expression  for  Qr  is  given  in  [19]  for  a circular  disk).  It 
may  be  noted  that  eq  (7)  shows  Qc  is  proportional  to  t,  whereas  Qr  [16]  is  inversely  proportional 
to  t.  Once  Qr  is  determined  theoretically  we  no  longer  need  assume  a lossless  dielectric  and  the 
dielectric  loss  tangent  can  be  obtained  from  the  formula  tan6  =l/Qo  - 1/Qc  - 1/Qr-  Measured  FSR 
quality  factors  are  typically  around  100  with  relative  uncertainties  greater  than  3%;  consequently 
the  relative  uncertainty  in  computing  tan6  could  be  around  ±5%  if  the  substrate's  loss  tangent  is 
around  10'^  and  around  ±50%  if  the  loss  tangent  is  around  10'^. 

In  addition  to  resonant  frequency  pulling,  electric-field  fringing  beyond  the  dielectric  substrate 
can  lower  the  measured  relative  permittivity.  This  systematic  error  can  be  corrected  by 
multiplying  eq  (1)  by  the  idealized  parallel-plate  capacitance  e'^  (C  + Q)  and  dividing  by  the 
actual  capacitance  e\  C + Q,  where  C = (Xiy/t),  e^,  is  free-space  permittivity,  and  is  the 
fringing  capacitance  of  the  panel.  The  relative  permittivity  is  then  obtained  iteratively  using 
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where  e[  is  an  improved  value  for  the  permittivity  and  the  initial  value  is  obtained  from  eq 
(1).  Assigning  a value  to  Cf  is  problematical,  although  as  an  approximation  Kirchhoffs  formula 
[20]  for  the  fringe  capacitance  of  two  parallel  circular  disks  could  be  used. 


4.  Uncertainty  Analysis 

The  preceding  formulation  enables  eq  (1)  to  be  corrected  for  some  of  the  systematic  error 
associated  with  the  FSR  technique.  If  the  coupling  coefficient  k and  the  fringing  capacitance 
are  not  evaluated,  there  will  be  commensurate  increased  uncertainties  in  the  determination  of  e\. 
We  contrast  the  expected  uncertainty  using  the  preceding  section's  formulation  versus  the 
expected  uncertainty  using  the  much  simpler  (noniterative)  expression 
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Table  1 presents  expressions  for  some  of  the  relative  partial  standard  uncertainties  [21,  22]  in  e'^. 
The  partial  uncertainties  in  the  middle  column  are  associated  with  eq  (9),  while  those  in  the 
column  on  the  right  represept  the  formulation  of  the  preceding  section.  Each  entry  is  obtained 
using  the  formula  [21]  where  Xj,  is  a partial  uncertainty  component  and  AXj  is  its 


uncertainty.  Here,  n.a.  denotes  not  applicable,  X = X/Rg,  and  AQ^ 


• -1 
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Qr 


AQ„.  Typically 


[19],  Qo  < Qc  < Qr,  so  neither  component  of  AQq  should  be  excessively  dominant. 


Table  2 presents  estimated  FSR  uncertainties  for  our  square  panel  measurements.  Our  estimates 
were  formed  using  Qg  = 100  and  k=  0.65,  agreeing  in  part  with  some  extrinsic  measurements. 
Also,  we  let  1X^1  = 3.5.  The  combined  standard  uncertainty  is  the  root  sum  of  squares  of  the 
partial  standard  uncertainties  [21].  Two  partial  uncertainties  mentioned  earlier,  “coupling 
perturbation”  and  “adjacent  resonances,”  are  included  in  Table  2.  Typically,  lower  results  are 
generated  for  e\  by  open-sided  FSR  panel  measurements  than  by  other  techniques  [5],  partly  due 
to  fringing  at  the  open  panel  sides  and  partly  due  to  coupling  perturbation,  which  decreases  e'^  by 
about  2%  [3].  Table  2 accounts  for  this  by  skewing  the  combined  uncertainty. 

The  FSR  measurements  were  checked  by  measuring  relative  permittivity  using  a coaxial  re- 
entrant cavity,  for  which  an  uncertainty  analysis  is  forthcoming  [23].  In  this  technique,  a circular 
dielectric  sample  is  placed  within  a gap  in  the  center  conductor.  A pair  of  coupling  probes  inside 
the  cavity  is  used  for  a transmission  measurement  [8]  of  the  resonant  frequency  and  quality  factor 
of  the  excited  TEM  mode,  from  which  the  sample’s  relative  permittivity  is  determined.  Table  3 
gives  a list  of  major  re-entrant  cavity  uncertainties.  For  thin  substrates,  relative  sample-thickness 
uncertainty  dominates.  In  Table  3,  the  estimated  accuracy  for  optimum-size  samples  agrees  with 
estimates  for  similar  instruments  [20,  24].  Sample  thickness  uncertainty  is  about  0.0076  mm 
(0.3  mil),  augmented  hy\f2  to  account  for  differencing  clad  and  unclad  sample  thicknesses. 
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resulting  in  a relative  thickness  uncertainty  for  a 0.38  mm  (15  mil)  sample  of  0.3  v^/15.  The 
combined  uncertainty  reflects  our  sample’s  small  thickness. 


Table  1.  Relative  uncertainty  analysis  for  e^. 


Uncertainty 

source 


Frequency  (f^  ) 


No  coupling  Fringing  & 

correction  coupling 

corrected 


Af., 


Af., 


Quality  factor  (Qq  ) 


(1  K)^ 

K AQf, 

( - ) 
1 kX, 

AQo 

Qo  1 ^ 

1 K Of, 

Qo  0.5 

Qo  1 

Coupling  factor  (k) 


1 

Xe 

Ak 

Qo  1 

Qo  0.5  kX^ 

1 K 

External  impedance  ( ) 


n.a. 


kAX^ 

Qo  0.5kX^ 


Side  length  (Xj) 


^^1  (gr 

’‘i  e'c  0.5  q 


Fringing  capacitance  (Cf ) 


n.a. 


C(€'  i)Aq 
(e'c  Cf)(C  Cf) 
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Table  2.  Relative-permittivity  uncertainty  analysis  using  FSR  technique. 


Uncertainty 

source 

No  coupling 
correction 

Fringing  & 
coupling 
corrected 

Frequency 

4% 

2 % 

Quality  factor 

1.6% 

0.6% 

Coupling  factor 

n.a. 

0.8% 

External  impedance 

n.a. 

0.8% 

Side  length  (fringing) 

1.2% 

0.6% 

Fringing  capacitance 

n.a. 

1 % 

Coupling  perturbation 

2 % 

1 % 

Adjacent  resonances 

1 % 

1 % 

Combined  uncertainty 

+7%,  - 3% 

+4%,  - 2% 

Table  3.  Relative-permittivity  uncertainty  analysis  using  re-entrant  cavity. 


Uncertainty 

source 

Uncertainty 

Sample  thickness  (thin  [0.38  mm]  sample) 

2.83% 

Optimum-sample  uncertainty: 

A)  Sample  thickness 

neg. 

B)  Sample  diameter 

? 

C)  Resonant  frequency 

? 

D)  Cavity  dimensions 

7 

E)  Air  gap 

7 

F)  Cavity  quality  factor  (Q) 

7 

Optimum-sample  accuracy  (similar  instr.) 

1% 

Combined  re-entrant  cavity  uncertainty  (based  on 

small  sample  thickness):  ±3%. 
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5.  Specific  Computational  Expressions 

The  square-panel  substrate’s  relative  permittivity  is  evaluated  from  ANA  transmission 
measurements  (see  eq  (9))  using 
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To  a very  good  approximation  [11,  12],  the  loaded  quality  factor  in  eq  (10)  is  determined 
using 
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where  BW  is  the  measured  half-power  bandwidth.  The  relative  permittivity  of  the  open-sided 
circular  disk  is  obtained  by  assuming  a TM^^g  mode  [8]  inside  the  dielectric  filled  cavity  and 
enforcing  the  boundary  condition  = 0 at  the  edge  of  the  disk,  resulting  in 
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where  j'^O’  is  the  (m  + l)th  zero  of  the  derivative  of  the  Bessel  function  of  order  zero  [25]  and  rj 
is  the  radius  of  the  disk.  For  the  closed  disk  (copper-taped  side),  we  also  obtain  the  relative 
permittivity  by  assuming  a TM^^q  mode,  but  now  the  boundary  condition  = 0 is  enforced  [8]  at 
the  edge  of  the  disk,  producing 
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where  jjno  is  the  m*  zero  of  the  Bessel  function  of  order  zero  [25]. 
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6.  Analysis  of  Measurement  Results 

Figure  2 presents  FSR  measurement  results  for  a 25.4  cm  square  (10  in  x 10  in)  panel  with  a 
0.38  mm  (15  mil)  thick  dielectric  substrate  having  a nominal  relative  permittivity  around  2.5. 
Similarly,  Figure  3 presents  results  for  a 27.9  cm  square  (1 1 in  x 1 1 in)  panel  with  a 0.41  mm 
(16  mil)  thick  dielectric  substrate  having  a nominal  relative  permittivity  around  3.8.  Confidence 
interval  lines  above  and  below  the  average  relative  permittivity  are  shown,  corresponding  to  the 
uncorrected-case  combined  uncertainty  in  Table  2.  Re-entrant  cavity  results  are  also  shown, 
along  with  error  bars  based  on  Table  3. 

Typical  measured  values  were  over  100  for  the  Figure  2 panel  and  under  50  for  the  Figure  3 
panel.  Also,  efforts  to  enhance  coupling  may  have  resulted  in  critical  over-coupled  modes  [11], 
in  which  case  values  for  k > 1 would  result.  Our  analytical  uncertainty  estimates  suggest 
contracting  the  confidence  interval  lines  around  the  average  measured  value  in  Figure  2 and 
expanding  the  confidence  interval  lines  in  Figure  3.  Nevertheless,  the  uncertainty  stated  in  Table 
2 is  generous  enough  to  include  the  re-entrant  cavity  measurement  within  the  uncertainty  range  in 
both  figures  and  definitive  coupling  estimation  is  unavailable,  so  a single  estimate  is  adopted  to 
fit  both  cases. 

The  low  datum  point  in  Figure  2 near  1.5  GHz  and  the  low  datum  point  in  Figure  3 near  0.8  GHz 
are  attributed  to  interference  by  adjacent  modes.  Overall,  the  re-entrant  cavity  results  and  the 
FSR  results  are  comparable  within  each  procedure’s  experimental  error.  Increased  FSR  panel 
coupling  has  been  reported  [3]  to  result  in  reduced  values  for  the  relative  permittivity,  which  may 
have  contributed  to  the  measurement  discrepancy  between  the  FSR  and  re-entrant  cavity  results 
in  Figure  3.  Moreover,  as  discussed  in  [5],  high-permittivity  material  is  more  susceptible  to  FSR 
measurement  errors  than  low  permittivity  material  due  to  fringing,  so  agreement  between  FSR 
and  re-entrant  cavity  results  could  be  expected  to  be  better  for  figure  2 than  for  figure  3. 

Figure  4 presents  FSR  results  for  two  circular  disks  produced  from  the  same  material  as 
described  for  the  Figure  3 square  panel.  Results  shown  correspond  to  an  open  side  6.99  cm 
(2.75  in)  diameter  disk,  an  open  side  12.7  cm  (5.0  in)  diameter  disk,  and  a closed  side  (copper 
taped)  12.7  cm  diameter  disk.  Figure  3 results  are  presented  for  comparison.  The  closed  disk 
cavity  was  impaired  by  low  quality  factors  and  overcoupling  with  the  result  that  its  relative 
permittivity  measurements  were  unreliable,  particularly  at  the  lower  frequencies  where  the 
loaded  quality  factors  were  lowest.  Nevertheless,  the  results  shown  in  Figure  4 for  the  12.7  cm 
closed  disk  demonstrate  that  the  closed  and  open  disk’s  resonant  frequencies  interlace  each  other, 
thus  supporting  the  underlying  analysis  for  eqs  (12)  and  (13).  Although  not  shown,  similar 
interlacing  between  closed  and  open  disk  resonant  frequencies  occurred  for  the  smaller  (6.99  cm) 
disk. 

The  circular  disk  excitation  coincides  with  the  disk’s  resonant-mode  field  structure,  so  coupling 
perturbation  error  should  be  negligible.  In  figure  4,  the  discontinuities  above  1 8 GHz  in  the  open 
disk  plots  are  due  to  interference  by  adjacent  modes  accompanied  by  lowered  quality  factors. 
Except  at  these  discontinuities,  the  open  disk  resonances  were  well  isolated.  With  some 
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Figure  2.  FSR  permittivity  results  for  0.38  mm  panel  25.4  cm  square. 
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exceptions,  measured  open  disk  quality  factors  were  above  500  for  the  6.99  cm  disk  and  above 
100  for  the  12.7  cm  disk.  The  vertical  separation  between  the  12.7  cm  disk  and  the  6.99  cm  disk 
plots  could  be  due  to  the  smaller  disk  having  more  pronounced  fringing  error  than  the  larger  disk, 
say  if  the  error  varied  as  the  ratio  of  the  panel’s  perimeter  to  its  area  [5,  fig.  5].  The  re-entrant 
cavity  result  is  seen  to  line  up  with  the  12.7  cm  circular  disk  results.  Taking  all  this  into  account, 
our  uncertainty  estimate  for  the  12.7  cm  open  circular  disk  is  ±3%. 


7.  Conclusions  and  Reconunendations 

We  have  provided  expressions  to  improve  FSR  measurements  and  developed  an  uncertainty 
analysis  for  the  FSR  technique.  With  limited  measurements,  we  have  demonstrated  that 
repeatable  relative  permittivity  values  are  obtained  using  the  FSR  technique.  Due  to  the  potential 
for  small  deviation  from  a perfect  side  aspect  ratio  [5],  square  FSR  panels  can  be  more 
challenging  to  measure  than  rectangular  ones.  Software  development  is  needed  to 
obtain  coupling  coefficients  using  the  ANA.  As  discussed  in  section  6,  some  difficulty  was 
experienced  obtaining  quality  factors  greater  than  50  with  square  FSR  panels  when  the  relative 
permittivity  exceeded  2.5.  Consequently,  improved  FSR  coupling  mechanisms  need  to  be 
investigated,  particularly  mechanisms  (such  as  described  in  [26])  enabling  excitation  along  the 
side  of  a panel  rather  than  just  at  a comer.  Also,  medium  relative  permittivity  rectangular 
substrates  need  to  be  measured  in  order  to  further  refine  the  uncertainty  analysis. 


Helpful  comments  and  discussion  with  Claude  Weil,  James  Baker-Jarvis,  John  Grosvenor, 
Michael  Janezic,  Chriss  Jones,  Richard  Geyer,  and  Bill  Riddle  of  the  Dielectric-Material 
Properties  group  at  NIST  are  gratefully  acknowledged. 
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